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CLEANING AND DISINFECTION
B. Braun SpaceStation

All electronic connections and edp links have to be disconnected
from the power grid before cleaning or disinfection of the Space
Station.

Examine the SpaceStation on visual contamination and clean 
with a pre-impregnated moist – NOT wet, fleece cloth.  
Dispose the cloth after usage.

Our recommendation: ready-to-use Meliseptol® Wipes sensitive
or Meliseptol® Foam pure.

In case of heavy contamination remove cover – unlock the lock-
ing button and remove the SpaceCover. Remove visual contami-
nation on the SpaceCover and the guide rail as described above. 
Dispose the cloth after usage.
In order to improve the cleaning / disinfection, repeat the cleaning 
and disinfection step.

Make sure that no liquid is leaking into the ventilation or con-
nectors. Let the SpaceStation time to dry after cleaning / disin-
fection. Afterwards assemble the SpaceCover again and lock it.

After evaporation of the disinfectant (please observe contact 
time) reinsert the clean and disinfected pump into the station 
and protect the device from dirt until the next usage.



B. Braun Space Perfusor® / Infusomat®

All electronic connections have to be disconnected from the
power grid before cleaning or disinfection.

Clean / disinfect all sides of the Space Infusion pump.
Start with the display and use ready-to-use wipes or a moistened
fleece cloth. Clean with a moist, NOT a wet fleece cloth.
Dispose cloth after usage. 

Our recommendation: ready-to-use Meliseptol® Wipes sensitive 
or Meliseptol® Foam pure.

To clean the flexible cable of the the Infusomat® Space and of
the Perfusor® Space we recommend Meliseptol® Foam pure.
Clean with cotton carrier in use with lint-free tissue.

Make sure that no liquid is leaking into the ventilation or
connectors. Let the device at least one minute to dry after
cleaning / disinfection.

After the drying time reinsert the cleaned and disinfected Space
pump into the station / holder (see cleaning plan of the Space
Station) and protect the device from dirt until the next usage.
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COMMERCIAL PACKAGING / SHELF LIFE

CLEANING AND DISINFECTION
B. Braun SpaceStation and B. Braun Space Perfusor® / Infusomat®

This international brochure contains infor-

mation which is targeted to a wide range of 

audiences and could contain product details 

or information otherwise not accessible or 

valid in your country. 

To ensure patient safety and proper functioning clean / disinfect the device after every contamination and after every 
treatment on a patient.

NOTE

 ·  For cleaning and disinfection we recommend to use the cleaning 
agents / disinfectants Meliseptol® Wipes sensitive or Meliseptol® 
Foam pure of B. Braun.

 ·  For heavy contamination, which can not be removed with the 
method shown above please contact the technical services 
department of the clinic.

 ·  Current hygiene plans and measures of the clinic have to be 
observed.

 · Read the instructions for use before using the device.

Product size Shelf life Pack Size

Meliseptol® Foam pure 
750 ml spray bottle

3 years  12

Meliseptol® Foam pure 
5 litres canister

3 years  1

Product size Shelf life Size Wipes Sales Unit

19582 Dispenser box 2 years  15.2 cm x 20 cm 60 pcs 12 packs

19530 Refil pack 2 years  15.2 cm x 20 cm 60 pcs 12 packs

19894 100 Flow pack 2 years  18 cm x 20 cm 100 pcs 6 packs

19893 XL Flow pack 2 years  24 cm x 30 cm 42 pcs 6 packs

Related products


